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j Ex. 4- CBI ! 
~--·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·-·o:;·-·-·-j 
Senior Oversight Chem.1st 

To: Colleen Walling 
ESAT Region 3 Project Officer 

OVERVIEW 

Third party Case R33917, Project 480-16217-1, consisted of thirteen (13) aqueous samples 
including two (2) field blanks analyzed for ethylene glycol Samples were analyzed by 
TestAmerica Buffalo (TAL BUF) according to Test Methods for Evaluating Solid Waste SW • 
846 Method 801 SB. 

SUMMARY 

Data were validated according to Region 3 Modifications to the National Functional Guidelines 
for Organic Data Review, Level M3 and is assigned the Superfund Data Validation Label S4VM 
(Stage_ 4 __ Validation_Manual). Areas of concern with respect to data usability are listed below. 

MINOR PROBLEM 

• The laboratory employed a four ( 4) point calibration curve for the analysis of the compounds 
requested; however, Method 801 SB specifies the use of a five (S) point curve. No action was 
taken by the reviewer based on this deviation from the method. 

NOTES 

• Ethylene glycol failed precision criteria [Percent Difference (%D)] in a continuing 
calibration. No positive results were reported for this compound. Quantitation limits for this 
compound were not impacted since the %D did not exceed the 50% criteria. 
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Sample Summary 

No. R33917 

480-111211-:.~ FB18 

480-111217·3 H'\1',03 

480-111217-4 H'I!'.03Z 
480.16217·5 HW07'\ 

480.111217.& HW11 

480.16217·7 HW11.P 

480.1621'7·8 HW53 

480.18217·9 HW53-P 

4aQ.18217·10 HW57 

4aQ.16217·11 HW57.P 

4aQ.16217·12 HW511 

4aQ.111217·13 HW59 

17 of20 

DIM0184880 

Matrix 

Wafer 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

~ Received 
"""~~~,,~,~~m~m""~"~" • 

ov16/121iioo~ 02114/12 09:09 

02116112 09:45 02116112 10:00 

02114112 15:18 02116112 10:00 

02114112 15:11'1 02116112 10:00 

02115112 11:36 02/16112 10:00 

02113112 15:05 02116/12 10:00 

02113/12 15:22 02/16112 10:00 

021U112 14:57 02116112 10:00 

02113/12 15;17 02116112 1 0:00 

02114112 10:07 0211611210:00 

02114112 10:31 0211611210:00 

02114112 14:47 02116/12 10:00 

02114112 10:33 02116112 10:00 

TestAmerica Buffalo 
2/22/2012 
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2. 

3. HfC Method Blanks: A method 
san1Pl€lS plated. Consequently, Ulttltnnt 

to contamination 
cannot be validated. 

4. 
Results for all samples 

<1 CFU/mL. 

Tablet Data ifiers -- Week 4 

SAMPLE 

FBI6 
FBI7 
FBI8 
FB03 
HW03Z 
HW07 
HWll 
HWliP 

sterility control plate) was not n.-m,,..,, 
blank showing no 

...... ,.,.., ... at the bench. The results 

2 

series of 
obtained 
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